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Typical Insertion Sites

1.5 6 Short DB10-0001 DB10-0009 Anterior maxilla - perpendicular insertions

Mandible - perpendicular insertions

1.5 9 Short DB10-0002 DB10-0010 Anterior maxilla - buccal alveolus

Posterior maxilla - all insertions

Mandible - oblique insertions

1.5 9 Long DB10-0004 DB10-0012 Maxilla - palatal alveolus

2.0 6 Long DB10-0007 DB10-0015 Mid-palate

2.0 9 Long DB10-0008 DB10-0016 Edentulous areas

Temporary restorative abutment

DB10-0001/9 and DB10-0002/10  
may be used in this area

Not shown in diagram as used in 
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A range of mini implants is available to suit all insertion sites and applications:

clinical procedure

Fig. 1 Use Xrays to 
determine insertion sites

3.1 Selecting the Insertion Area
The Infinitas System can be used to provide bone anchorage in virtually any maxillary/
mandibular interproximal site, although the most frequently utilised insertion site is buccal and 
mesial to the maxillary first molar. The insertion site is determined by individual anchorage 
demands and anatomical factors (e.g. bone quantity, root and sinus positions). The exact 
insertion site is selected by studying each patient’s dental model and radiographs (OPT and/
or periapical views) together.  If there appears to be insufficient space then consider a short 
period of fixed appliance root divergence prior to mini implant insertion.



infinitas
m i n i  i m p l a n t  s y s t e m

TM

Determine the optimum Infinitas mini implant body size (length and diameter):

The 1.5mm diameter is selected for interproximal insertions whilst the 
2.0mm size is reserved for sites with good root clearance.

A long (9mm) body length is ideal for posterior maxillary sites whereas the 
shorter (6mm) length is better suited where less cancellous bone depth 
and/or higher cortical depth occurs e.g. anterior.

Determine the optimum Infinitas mini implant neck length.

The short neck versions are preferred except where the mucosa is thick 
e.g. edentulous sites.  The tissue thickness may be checked using a 
periodontal probe (with or without an endodontic stopper on the probe).

Head Height 1.025mm

Neck Length - 
Short 1.5mm or
Long 2.5mm

Body Length - 
Short 6mm or
Long 9mm

Body
diameter 
1.5mm or
 2.00mm


